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FOREWORD 

This Indian Standard was adopted by the Bureau of Indian Standards, after the draft finalized by Technical Textiles 
for Medtech Applications Sectional Committee had been approved by the Textile Division Council. 

The composition of the Committee responsible for the formulation of this standard is given in Annex B. 

For the purpose of deciding whether a particular requirement of this standard is complied with the final value, 
observed or calculated, expressing the result of a test or analysis shall be rounded off in accordance with 


IS 2 : 1960 “Rules for rounding off numerical values ( revised )’. The number of significant places retained in the 
rounded off value should be the same as that of the specified value in this standard. 
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Indian Standard 


MEDICAL TEXTILES — ABDOMINAL BINDER — 
SPECIFICATION 


1 SCOPE 


This standard specifies the requirements for abdominal 
binders intended for medical use. 


2 REFERENCES 


The standards listed in Annex A contain provisions, 
which through reference in this text, constitute 
provisions of this standard. At the time of publication, 
the editions indicated were valid. All standards are 
subject to revision, and parties to agreements based 
on this standard are encouraged to investigate the 
possibility of applying the most recent editions of the 
standards indicated in Annex A. 


3 TERMS AND DEFINITIONS 


For the purpose of this standard, the following 
definitions shall apply: 


3.1 Abdominal Binder — Abdominal binder is a 
specially designed pressure garments used as a medical 
compression device generally after abdominal surgery. 


3.2 Manufacturer — Natural or legal person with 
responsibility for the processing of raw material or 
inputs in any manner that results in the emergence of a 
new product having a distinct name, character and use. 


4 MANUFACTURE 


4.1 The abdominal binder shall be made from suitable 
material that is not prohibited for use for the purpose 
under any applicable law /regulation in force so that 
the product made out of this meets the requirements 
specified in this standard. 


4.2 The abdominal binder shall consists of a hook 
and loop fasteners or any other suitable fastening 
arrangement in order to provide better holding and size 
adjustability. 


4.3 The abdominal binder may be supplied in various 
shape and size as per the requirement of buyer. 


5 REQUIREMENTS 


5.1 Workmanship and Finish 


The abdominal binders shall be clean and free from 
substances liable to cause tendering during storage. 
The manufacture and preparation of the abdominal 
binders shall be conducted under proper hygienic 
conditions. 


5.2 Performance Requirements 


The abdominal binders shall 
requirements specified in Table 1. 


conform to the 


Table 1 Requirements for Abdominal Binder 
( Clauses 5.2 and 8.2.1 ) 


SI No. Characteristic Requirement Method of Test, Ref to 

(1) (2) (3) (4) 

i) Stretch in cross direction on double layer with a load of 900 g 340 = 
per 2.5 cm, percent, Min 

ii) Regain in stretched layer in cross direction, percent, Max 80 = 

ili) Breaking strength of single layer kg per 2.5 cm, Min: IS 1969 (Part 2) 
a) Machine direction 40 
b) Cross direction 3 

iv) Elongation at break kg per 2.5 cm, Min: IS 1969 (Part 2) 
a) Machine direction 40 
b) Cross direction 400 

v) Biocompatibility evaluation* 
a) Cytotoxicity None IS/ISO 10993- 5 


b) Irritation and skin sensitization 


Non-irritant IS/ISO 10993-10 


and non-sensitizer 


*Remarks: Confirm the biocompatibility of raw material at designed stage. The biocompatibility evaluation shall be carried out once for 
existing raw material and whenever there is a change in the raw material or source of supply for manufacturing the product. 
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6 PACKING AND STERILIZATION 


6.1 The abdominal binders shall be packed securely 
so as to allow normal handling and transport without 
tearing and exposing the contents. Details of the 
packing shall be as agreed to between the buyer and 
the seller. Packaging of the product should be, such as 
to maintain the integrity of the product throughout its 
shelf life. 


6.2 For packaging of the products, requirements as 
per IS/ISO 11607-1 and 2 are to be followed. 
Validation of sterilization process shall be done as per 
IS/ISO 11135, IS/ISO 11137 -1 and 2, ISO 11138-7 
and, IS/ISO 10993-7 standards. 


7 MARKING 


7A Each pack of the abdominal binders shall be legibly 
and indelibly marked with following information: 


a) Name of the product: 
b) Dimension /Size of the product; 
c) Manufacturer’s name, initials or trademark, if any; 


d) Month and year of manufacture, batch /lot number, 
and 


e) Any other statutory requirement as required by the 
law in force 


7.2 BIS Certification Marking 


The product(s) conforming to the requirements of 
this standard may be certified as per the conformity 
assessment schemes under the provisions of the Bureau 
of Indian Standards Act, 2016 and the Rules and 


Regulations framed thereunder, and the product(s) may 
be marked with the Standard Mark. 


8 SAMPLING AND 
CONFORMITY 


CRITERIA FOR 


8.1 Lot 


All the abdominal binders of the same material and 
dimensions produced under similar conditions of 
manufacture shall constitute a lot. 


8.1.1 Each lot shall be tested separately for ascertaining 
the conformity of the lot. 


8.1.2 The number of abdominal binders to be selected 
from the lot shall depend on the size of the lot and shall 
be in accordance with column 2 and 3 of Table 2. 


8.1.3 These abdominal binders shall be selected at 
random from the lot. For this purpose, reference may 
be made to IS 4905. 


8.2 Number of Tests and Criteria for Conformity 


8.2.1 All the abdominal binders selected as per 
column 3 of Table 2 shall be examined for 
workmanship and finish (see 5.1) and shall be tested 
for performance requirement specified in Table 1. 


8.2.1.1 Any abdominal binder failing in one or more of 
the above requirements shall be termed as defective. 
The lot shall be considered as conforming to the above 
requirements, if the total number of defectives found 
in the sample is less than or equal to the acceptance 
number given in column 4 of Table 2. Otherwise, the 
lot shall be rejected. 


Table 2 Number of Abdominal Binders to be Selected 
( Clauses 8.1.2, 8.2.1 and 8.2.1.1 ) 


SI No. Lot Size Destructive Testing 
No. of Binders Acceptance 
to be Selected Number 
N n a 

(1) (2) (3) (4) 

i) Up to 280 8 0 

ii) 281 to 500 8 0 

iii) 501 to 1 200 13 0 

iv) 1 201 to 3 200 13 0 

v) 3 201 and above 20 1 


IS No./Other 
Publication 


1969 (Part 2): 
2018 


4905 : 2015 


IS/ISO 10993-5 : 
2009 


IS/ISO 10993-7 : 
2008 


IS/ISO 10993-10 
: 2010 


IS/ISO 11607-1 : 
2006 


ANNEX A 
( Clause 2.1 ) 
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LIST OF REFERRED INDIAN STANDARDS 


Title 


Textiles — Tensile properties of 
fabrics: Part 2 Determination of 
maximum force and elongation 
at maximum force using the grab 
method 


Random sampling and 
randomization procedures (first 
revision) 

Biological evaluation of medical 
devices: Part 5 Tests for in vitro 
cytotoxicity 

Biological evaluation of medical 
devices: Part 7 Ethylene oxide 
sterilization residuals 


Biological evaluation of medical 
devices: Part 10 Tests for 
irritation and skin sensitization 


Packaging for terminally 
sterilized medical devices: Part 1 
Requirements for materials, 
sterile barrier systems and 
packaging systems 


IS No./Other 
Publication 


IS/ISO 11607-2 : 


2006 


IS/ISO 11137-1: 


2006 


IS/ISO 11137-2 : 


2013 


IS/ISO 11135: 
2014 


ISO 11138-7 : 
2019 


Title 


Packaging for terminally 
sterilized medical devices: Part 2 
Validation requirements for 
forming, sealing and assembly 
processes 


Sterilization of health care 
products — Radiation: Part 1 
Requirements for development, 
validation and routine control 
of a sterilization process for 
medical devices 


Sterilization of health care 
products — Radiation: Part 2 
Establishing the sterilization 
dose 


Sterilization of health-care 
products — Ethylene oxide — 
Requirements for the 
development, validation and 
routine control of a sterilization 
process for medical devices 


Sterilization of health care 
products — Biological 
indicators — Part 7: Guidance 
for the selection, use and 
interpretation of results 
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ANNEX B 
( Foreword ) 


COMMITTEE COMPOSITION 
Technical Textiles for Medtech Applications, TXD 36 


Organization 


The South India Textile Research Association, Coimbatore 
3 M India Limited, New Delhi 


All Indian Institute of Medical Sciences, New Delhi 
Business Coordination House, New Delhi 
Cologenesis Healthcare Pvt Ltd, Salem 


Dispoline India Pvt Ltd, Bengaluru 
DGAFMS, Ministry of Defence, New Delhi 
DGQA (Ministry of Defence), New Delhi 


Director General of Health Services, New Delhi 

Dr Sabharwals Manufacturing Labs Pvt Ltd, Panchkula 

Federation of Indian Chambers of Commerce & Industry, 
New Delhi 


Ginni Filaments Limited, Noida 
Govt Medical College & ESI Hospital, Coimbatore 


Indian Council of Medical Research, New Delhi 


Indian Technical Textile Association, Mumbai 
Johnson & Johnson Ltd, Mumbai 


Kamal Healthcare Pvt Limited, Tamilnadu 
KOB Medical Textiles Pvt Ltd, Palladam 


Livinguard Technologies Pvt Ltd Mumbai 
Maulana Azad Medical College, New Delhi 
Medline Healthcare Industries Pvt Ltd, Pune 
Office of the Textile Commissioner, Mumbai 
Procter and Gamble Co, Mumbai 


PGIMER, Chandigarh 


Representative(s) 
Dr PRAKASH VASUDEVAN (Chairman) 


SHRI KULVEEN SINGH BALI 
Ms VANDANA SINGH (Alternate) 


Dr VIJAYDEEP SIDDHARTH 
Dr Anoop Daca (Alternate) 


SHRI SAMEER GUPTA 
SMT RITIKA Gupta (Alternate) 


Suri R. KRISHNAKUMAR 
Suri K. RAMPRASAD (Alternate) 


SHRI SUMIT MARWAH 
CoL PREETI TRIPATHI 


SHRI SENTHIL KUMAR 
SHRI ARNAB Das (Alternate) 


DR INDER PRAKASH 
Dr SuNNY SWARNKAR (Alternate) 


SHRI MANISH SABHARWAL 
SHRI DHRUV SABHARWAL (Alternate) 


Ms NISHA GOEL 


SHRI SUDEEP AGARWAL 


Dr N. TAMILSELVEN 
Dr K. KULENDAIVELU (Alternate) 


Dr B. K. SINGH 


Dr Anup RAKSHIT 
MR MAHEsH Kupar (Alternate) 


SHRI RAM SHUKLA 
MR VIVEK BANSAL (Alternate) 


SHRI S. SANKAR MARIMUTHU 


SHRI ARUN BUCHADE 


SHRI S. KUMAR SUBRAMANIAN (Alternate) 


Ms SHIVANI SWAMI 
Dr SHEFALI MISHRA (Alternate) 


Dr P. N. AGARWAL 
Dr U. C. VERMA (Alternate) 


MR ANTHONY D’ costa 
MR DHAVAL GHUGE (Alternate) 


Suri AJAY PANDIT 
SHRI AMAR K. CHAPHEKAR (Alternate) 


SHRI PRASHANT JADHAV 
SHRI SIVAKUMAR (Alternate) 


SHRI PANKAJ ARORA 


Organization 
Surgicotfab Textile Pvt Ltd, Ahmedabad 


South India Textile Research Association, Coimbatore 
Textiles Committee, Mumbai 


The Bombay Textile Research Association, Mumbai 


The Synthetics & Art Silk Mills Research Association, 
Mumbai 


BIS Directorate General 
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Representative(s) 
SHRI PARESH PATEL 


SHRI KETAN KUMAR 
SHRI T. SURESHRAM (Alternate) 


SHRI KARTIKEYAN DHANDA 
Ms SHiLpi CHAUHAN (Alternate) 


SHRI V. K. PATIL 


Dr MANISHA MATHUR 
SHRI Ravi SINGH (Alternate) 


SHRI A. K. Bera, SCIENTIST ‘F’ AND HEAD (TXD) 
[ REPRESENTING DIRECTOR GENERAL ( Ex-officio ) ] 


Member Secretary 


SHRI DHARMBEER 
Scientist ‘C’ (TXD), BIS 


Bureau of Indian Standards 


BIS is a statutory institution established under the Bureau of Indian Standards Act, 2016 to promote harmonious 
development of the activities of standardization, marking and quality certification of goods and attending to 
connected matters in the country. 


Copyright 


BIS has the copyright of all its publications. No part of these publications may be reproduced in any form without 
the prior permission in writing of BIS. This does not preclude the free use, in the course of implementing the 
standard, of necessary details, such as symbols and sizes, type or grade designations. Enquiries relating to 
copyright be addressed to the Director (Publications), BIS. 


Review of Indian Standards 


Amendments are issued to standards as the need arises on the basis of comments. Standards are also reviewed 
periodically; a standard along with amendments is reaffirmed when such review indicates that no changes are 
needed; if the review indicates that changes are needed, it is taken up for revision. Users of Indian Standards 
should ascertain that they are in possession of the latest amendments or edition by referring to the latest issue of 
‘BIS Catalogue’ and ‘Standards: Monthly Additions’. 


This Indian Standard has been developed from Doc No.: TXD 36 (14822). 
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